Management of cerebral spinal fluid leak complicating spinal cord stimulator implantation.
Accidental puncture of the dura mater with resultant leakage of cerebral spinal fluid (CSF) and development of postdural puncture headache (PDPH) is a known potential complication of percutaneous placement of spinal cord stimulator (SCS) leads. However, the implications and management strategies for this complication have not been thoroughly reported. We report two cases of SCS lead placement complicated by CSF leak and PDPH.